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Type: manual wheelchairs - class 1

Produkt (kann Zubehor enthalten):
Product (may include accessories):

Jump gamma
Typ 487

In den Versionen
(in the versions)

BSA und Sport

(Swing away and Sport)

SRN (EUDAMED): DE-MF-000008366

Basic UDI-DI: 426073765100FOL100XXXXXV6

Zweckbestimmung:
Der Jump gamma ist ein manueller Rollstuhl, der gehunfahigen oder
gehbehinderten Menschen Mobilitat im tdglichen Leben bietet, bei bis zu 160 kg Korpergewicht.

Intended purpose:
The Jump gamma is a manual wheelchair that is intended to provide mobility in daily
life to persons who are unable to walk or have difficulty in walking, up to 160 kg body weight.

Wir, SORG Rollstuhltechnik, erkldren in alleiniger Verantwortung, dass das Produkt, auf welches sich diese
Erklarung bezieht, ein Klasse 1 Gerat ist und dass es den einschlagigen Bestimmungen der Verordnung (EU)
2017/745 fur Medizinprodukte und den folgend aufgefiihrten Spezifikationen entspricht. Dies wurde durch ein
Konformitatsbewertungsverfahren nach den Bestimmungen fiir Medizinprodukte nachgewiesen.

DIN EN 12183:2022 / ISO 7176-19:2022

We, SORG Rollstuhltechnik, declare under our sole responsibility that the product to which this declaration relates,
is a class 1 device, and is in conformity with the requirements of EC Council Directive for Medical Devices (EU)
2017/745 and the specifications listed below. This was verified with conformity evaluation procedures according to
Medical Device Directive.

DIN EN 12183:2022 / ISO 7176-19:2022
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